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Background: Electrocutaneous stimulation can restore the missing sensory information to prosthetic users. In
electrotactile feedback, the information about the prosthesis state is transmitted in the form of pulse trains. The
stimulation frequency is an important parameter since it influences the data transmission rate over the feedback
channel as well as the form of the elicited tactile sensations.
Methods: We evaluated the influence of the stimulation frequency on the subject’s ability to utilize the feedback
information during electrotactile closed-loop control. Ten healthy subjects performed a real-time compensatory
tracking (standard test bench) of sinusoids and pseudorandom signals using either visual feedback (benchmark) or
electrocutaneous feedback in seven conditions characterized by different combinations of the stimulation frequency
(FSTIM) and tracking error sampling rate (FTE). The tracking error was transmitted using two concentric electrodes
placed on the forearm. The quality of tracking was assessed using the Squared Pearson Correlation Coefficient
(SPCC), the Normalized Root Mean Square Tracking Error (NRMSTE) and the time delay between the reference and
generated trajectories (TDIO).
Results: The results demonstrated that FSTIM was more important for the control performance than FTE. The quality of
tracking deteriorated with a decrease in the stimulation frequency, SPCC and NRMSTE (mean) were 87.5% and 9.4% in
the condition 100/100 (FTE/FSTIM), respectively, and deteriorated to 61.1% and 15.3% in 5/5, respectively, while the TDIO
increased from 359.8 ms in 100/100 to 1009 ms in 5/5. However, the performance recovered when the tracking error
sampled at a low rate was delivered using a high stimulation frequency (SPCC = 83.6%, NRMSTE = 10.3%, TDIO = 415.6
ms, in 5/100).
Conclusions: The likely reason for the performance decrease and recovery was that the stimulation frequency
critically influenced the tactile perception quality and thereby the effective rate of information transfer through
the feedback channel. The outcome of this study can facilitate the selection of optimal system parameters for
somatosensory feedback in upper limb prostheses. The results imply that the feedback variables (e.g., grasping
force) should be transmitted at relatively high frequencies of stimulation (>25 Hz), but that they can be sampled
at much lower rates (e.g., 5 Hz).
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The smooth and seemingly effortless execution of nor-
mal human grasping relies on the integration of feed-
forward and feedback control loops. The movement is
first planned by using visual feedback and previous ex-
perience, and then executed via feedforward motor com-
mands and online corrections through the exteroceptive
and proprioceptive feedback. The operation of this
sensory-motor loop is essential for the normal human
motor control, learning and adaptation [1,2].
Transradial prostheses substitute morphologically and
functionally the hand lost due to an amputation, thereby
restoring the grasping function. For the complete and ef-
fective substitution, it is important to restore both feed-
forward and feedback connections between the user’s
brain and the artificial device. Myoelectric control, in
which the user intentions are detected by monitoring
the electrical activity of his/her muscles, is a simple and
reliable method to restore the feedforward pathway, and
this interface has been routinely implemented for the
control of prosthetic hands [3]. However, there are still
no commercially available devices today providing any
kind of somatosensory feedback to the user.
The missing sensory information can be restored using
a method of sensory substitution. The sensory informa-
tion that was captured by the receptors in the lost limb
is acquired by an artificial sensor integrated into a pros-
thesis, and then conveyed to the brain by stimulating
still intact, alternative sensory organs. The substitution
can occur across sensory modalities (touch-to-sound, as
in sonic feedback [4]) or within the same modality
(touch-to-touch, as in electrotactile or vibrotactile feed-
back [5]. This approach can be used in prosthesis con-
trol. The information from the joint or force sensors
embedded into the prosthesis can be transmitted to the
user by stimulating the tactile sense over his/her residual
limb, and thus implementing artificial proprioceptive
and force feedback [6-8].
The tactile sense can be activated by using electrical
stimulation. The goal of electrocutaneous or electrotac-
tile stimulation is to activate the cutaneous afferents
which lie in the epidermis and dermis skin layers. The
stimulation is typically delivered via concentric elec-
trodes since this electrode configuration generates sur-
face currents, avoiding the unwanted activation of
deeper sensory-motor structures (e.g., nerve trunks and
muscles) [9]. An essential step for the effective applica-
tion of electrotactile stimulation is a thorough investiga-
tion of the properties of this alternative sensory
information channel. Starting in the 60’s and 70’s, several
studies have been conducted to evaluate the psychometric
parameters of single and multichannel electrical stimula-
tion delivered at different places on the skin and using dif-
ferent stimulation waveforms, codes and electrode types[10]. For example, the sensation and pain thresholds
[11-13], dynamic range [14], sensation quality [15], psy-
chometric functions, time and spatial discrimination
thresholds [14,16], recognition of discrete levels [17],
and perception of continuous signals [18] have been
investigated.
Contrary to visual feedback, which is normally per-
ceived as smooth and continuous, electrotactile feedback
is provided as a sequence of pulses which are delivered
at a certain rate. In the context of the closed-loop con-
trol of prostheses, the rate of pulse delivery (i.e., stimula-
tion frequency) is a very important parameter, since it
directly influences the form of elicited tactile sensations
(i.e., from discrete tapping to more or less fused vibra-
tions) as well as the rate of data transfer over the feed-
back channel.
However, the impact of the stimulation frequency on
the quality of information transfer and control via elec-
trotactile feedback has not been investigated in the lit-
erature. In fact, there are only few studies addressing the
general properties of the stimulation at different fre-
quencies [15,17,19]. Importantly, these tests were all
conducted in open loop by delivering the stimulation
and asking the subject to estimate its parameters (i.e., no
control action required). For example, it was reported in
[17] how the frequency affected the subjective experi-
ence. Low frequency stimulation elicited a throbbing
sensation, which gradually translated into vibrations (>30
Hz). The relation between pulse rate and intensity of per-
ceived sensations was investigated in [15]. Due to a lack of
systematic investigation and clinical testing, in most of the
studies on the closed-loop control of prostheses [20-22],
the stimulation frequency was selected based on heuris-
tics, pilot tests and/or technical limitations.
The aim of this study was to investigate how the rate
of pulse delivery influences the subject’s ability to
utilize the electrotactile information as the feedback to
guide the control actions. We used a closed-loop com-
pensatory tracking task since this is a standard test
bench for investigating the performance of the human
operator in visually-guided [23,24] as well as electrotac-
tile [25-28] control systems. This task allowed testing
how selected feedback parameters, in this case stimula-
tion frequency, affected the subjects’ ability to track a
reference trajectory in closed-loop, which was mea-
sured by the tracking performance. The performance
might be affected by different factors such as the sam-
pling rate or the quality of perception of feedback in-
formation, where the latter refers to how well the
subject could sense and interpret the delivered stimula-
tion. The tracking with the visual feedback was used to
establish an absolute reference, i.e., the benchmark per-
formance that can be achieved with an ideal (high-fidel-
ity and large-bandwidth) feedback interface.
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Subjects
Ten naive, able-bodied subjects (mean (29.4) ± 1SD (4.5)
yrs) participated in the experiment. The experiment was
in accordance with the declaration of Helsinki and ap-
proved by the local ethics committee. Prior to the exper-
iments, the subjects signed the informed consent.
Experimental setup and task
The setup comprised: 1) A multichannel fully pro-
grammable electrical stimulator (RehaStim, HASOMED
GmbH, Germany) connected to self-adhesive, disposable
concentric electrodes (CoDe 2.0, OTBioelettronica, IT), 2)
a single axis contactless joystick (HT Series, CH Products,
US), 3) a standard PC with a data acquisition card (PCI-
6221, National Instruments, US), and 4) a 17” monitor.
The experimental setup (Figure 1) implemented a
closed-loop tracking task, in which the subjects operated
a joystick to drive a simple dynamic system (a pure gain)
along a predefined reference trajectory as accurate as
possible. The tracking error, an instantaneous difference
between the reference trajectory and the current system
output, was delivered to the subjects via visual feedback
on the computer screen or using location and intensity
modulated electrocutaneous stimulation delivered through









Figure 1 Setup for the real-time simulation of the closed-loop control. The
e(t) is the tracking error, i.e., the difference between r(t) and y(t). The error
(ELCUS). The task for the subject was to operate the system so that the tra
task). The electrotactile display on the forearm comprised two concentric e
The sign of the error was coded by the active electrode, i.e., the dorsal cha
negative tracking errors (spatial coding), and the pulse width was proportiotracking of the reference was achieved by successfully
compensating (nulling) the tracking error.
The electrocutaneous stimulator had eight stimulation
channels with independently adjustable parameters (pulse
width, frequency and amplitude). Two channels were used
for the experiment presented here. The parameters could
be set online from the PC. The stimulator generated trains
of constant current, biphasic compensated pulses. The
joystick was used as a command interface and provided an
analog output, i.e., a voltage proportional to the joystick
inclination, and this signal was digitized by a data acquisi-
tion card. The joystick was selected as a simple and con-
sistent command interface since the goal of the present
experiment was to minimize the influence of the feed-
forward pathway on the control performance and only
focus on the properties of the feedback. For the same rea-
sons, the centering spring was taken out from the joystick
to minimize the resistance. The rubber support around
the stick was enough to center the joystick when the stick
was let free. Similarly, the controlled system with an ideal
proportional response (no dynamics) was used in order to
exclude the influence of system dynamics on the control
performance and exclusively focus on the effect of the
stimulation frequency on the feedback.
The PC was used to implement the real-time operation













signal r(t) is the reference trajectory, y(t) is the generated trajectory,
was transmitted either visually (VF) or via electrotactile stimulation
cking error was diminished (i.e., the so-called compensatory tracking
lectrodes. Minus and plus denote the cathode and anode, respectively.
nnel (ch) was active for the positive and the volar channel for the
nal to the error magnitude (intensity coding).
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the Experimental protocol. An analog input was used to
acquire the joystick signal, and a virtual serial port to send
string commands to the stimulator via USB, modulating
online the stimulation parameters. The closed-loop test
bench was implemented in Matlab 2012b (MathWorks,
USA) and Simulink, using Real Time Windows Target
(RTWT) and Simulink 3D Animation toolboxes. RTWT
signals were connected to graphical objects for providing
visual feedback when needed (see Experimental protocol)
[29]. A graphical user interface was implemented to setup
the RTWT model parameters and control the experimen-
tal protocol. The control loop in RTWT operated at 100
Hz, and this was also the sampling rate of the reference
trajectory, command input (joystick signal) and system
output (generated trajectory). The tracking error was sam-
pled and the electrotactile stimulation delivered at differ-
ent rates, as specified in Experimental protocol. The
refresh rate for the visual feedback was set at 50 Hz.
The error information system provided the subject
with a signal indicating the direction (sign) and magni-
tude of the tracking error. Visual display was imple-
mented by using two graphical markers: A grey
stationary ball to denote zero tracking error (the target
position) and a moving white ball whose position along
the horizontal axis was proportional to the current
tracking error (1 cm on the screen corresponded to 0.15
arbitrary units [au] of the signal). The ideal tracking was
obtained when the moving white ball was held centered
over the stationary grey ball (zero tracking error).
For the electrotactile display, the stimulation was pro-
vided through two concentric electrodes placed on the
dorsal and volar side of the forearm to communicate
positive and negative tracking errors (spatial coding), re-
spectively. The electrodes were positioned on the distal-
third of the forearm (Figure 1). The pulse width, and
therefore the perceived magnitude of the electrotactile
stimulation, was made proportional to the absolute value
of the error (intensity coding). This setup was selected
since it was intuitive for the subjects to map the elec-
trode stimulation on the dorsal and volar sides of the
forearm to the required joystick movements towards left
and right inclination, respectively. The electrode posi-
tioning on the same side of the forearm, for example,
both electrodes on the volar side, one proximal to the
elbow and the other more distal, was confusing and sub-
jects would have required a longer period of training.
The electrodes were placed on the forearm since this
corresponds to the envisioned application of the electro-
tactile feedback in hand prostheses (transradial amputa-
tion), where the electrodes will be positioned over the
residual limb. Alternative placements were considered in
literature (e.g., back or neck [25]), but the present con-
figuration was selected since it leads to a self-containedsystem in which the feedback interface resides within
the socket of the prosthesis.
The stimulation current in each electrode was kept
constant at 4 milliamps (mA) and the pulse width was
modulated to vary the electrocutaneous stimulation in-
tensity. In principle, for the given electrode size, the per-
ceived intensity of stimulation depends on the quantity
of charge injected into the tissue, and can be adjusted by
changing either pulse width or the current amplitude
[14]. The pulse width modulation was selected in the
present study since we could achieve a more gradual
control of the stimulation (finer resolution) and per-
ceived intensity with the available stimulation unit, as in
[30]. The pulse amplitude was set to 4 mA based on our
previous experience with electrotactile stimulation [31,32]
and pilot tests in the present study. The general principle
was to set the amplitude to an optimal (medium) level so
that the dynamic range for the pulse width modulation
stayed within the limits of the electronic stimulator (50–
1000 us) across subjects and experimental conditions. If
the amplitude was too high or too low, the thresholds
could saturate on either side of the pulse width limits,
resulting in artificially short dynamic ranges (which could
not reflect the true perceptual capacities of the subjects).
The normalized tracking error (0–1 au) was mapped
linearly to the stimulation dynamic range, which was de-
fined as the range from 1.1 * ST to 0.9 * UT, where ST
and UT represented the sensation threshold and the
threshold for uncomfortable stimulation, respectively.
During the control with electrotactile feedback, the ideal
tracking was achieved when the stimulation was not de-
livered on either electrode (zero tracking error→ no
stimulation). Therefore, the instruction for the subjects
was that they should steer the joystick in order to de-
crease and ultimately cancel the stimulation. The pulse
rate was constant for the trials of an electrical stimula-
tion condition and it was changed during the experiment
according to the Experimental protocol, as explained
below.
Experimental protocol
The experiment was carried out in two sessions on dif-
ferent days with one day in between. The first session
was the training and the second session was the evalu-
ation. The goal of the training session was to familiarize
the subjects with the experiment, allow them to under-
stand the task, get accustomed to and understand the
electrotactile feedback. The training lasted approxi-
mately 60 minutes and started with a short introduction
into a compensatory tracking task (5 minutes). During
the introduction, the tracking task was explained to the
subjects using visual feedback and a sinusoid of 0.1 Hz
as the reference. Then, the subjects tracked the same si-
nusoid using electrocutaneous stimulation delivered at
Table 1 Feedback conditions in the evaluation phase
Condition number Type of condition
(VF and FTE/FSTIM)








Notation: FTE – tracking error sampling rate; FSTIM –stimulation frequency.
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interpret the former. Subsequently, the subjects prac-
ticed closed-loop control (55 minutes) with electrocuta-
neous feedback only by tracking pure sinusoids of 0.1
Hz and pseudorandom signals of unit-amplitude and
three different bandwidths (0.1-0.2 Hz, 0.1-0.3 Hz and
0.1-0.4 Hz), five times (5 trials) per signal type. During
tracking with electrocutaneous stimulation, the screen
was blanked. Therefore, during the training, the subjects
performed tracking tasks with an increasing level of dif-
ficulty to maintain the motivation and stimulate learn-
ing, i.e., from a simple and predictable sinusoid to faster
pseudorandom signals. The training also provided an
initial insight into the quality of tracking across refer-
ence trajectories of different bandwidths.
The pseudorandom signals were constructed by sum-
ming up 10 unit-amplitude sinusoids with frequencies
linearly spaced within the given bandwidth and with ran-
dom phases drawn uniformly from the interval 0 to 2π.
The multi-sinusoids are used routinely as the reference
trajectories for the closed-loop tracking [33] since they
are smooth, dynamic signals with adjustable bandwidth,
experienced by the subjects as randomly changing wave-
forms (thereby minimizing prediction across trials). Dif-
ferent bandwidths (maximum frequency from 0.2 Hz to
2 Hz) were tested in literature [34] for tracking using
haptic interfaces. Due to a lack of information regarding
electrotactile stimulation for closed-loop control, the
bandwidth used in the present study was determined in
pilot tests. The aim was to determine the signal dynamics
that the subjects could learn to track well using the pre-
sented electrotactile display after only a short training.
On the second day, we tested the closed-loop control
in different feedback conditions. The reference trajectory
in the evaluation session was a pseudorandom signal of
bandwidth 0.1-0.3 Hz, which corresponded to the
medium level of difficulty among the tracking tasks per-
formed during the training. The aim of the evaluation
session was to test how the feedback conditions affect
the control performance for the given bandwidth of the
reference trajectory (level of difficulty). The feedback
conditions were visual feedback (VF) and seven condi-
tions of electrotactile stimulation. VF was delivered at
the frequency of 50 Hz (graphical scene refresh rate),
and it was perceived by the subjects as smooth and con-
tinuous; hence this was the benchmark condition to
determine the best possible control performance (condi-
tion 1 in Table 1).
The stimulation conditions were divided in two
groups. In the first group, the stimulation frequency
(FSTIM) was equal to the tracking error sampling rate
(FTE) and both parameters were gradually reduced from
100 Hz to 50 Hz, 25 Hz, 10 Hz, and 5 Hz (conditions 2
to 6 in Table 1). With these choices, the electrotactilestimulation changed from more or less continuous (100
Hz) to a clearly discrete (5 Hz) stream of sensations,
covering the most useful range for electrotactile percep-
tion [10]. In these five conditions, each stimulation pulse
transmitted the instant value of the tracking error. In
the second group (conditions 7 and 8 in Table 1), the
error was sampled at a low frequency (FTE = 5 Hz) while
the stimulation frequency (FSTIM) was increased to 50
Hz and 100 Hz. In these two cases, several pulses con-
veyed the same, most recently sampled value of the
tracking error (sample and hold). In these two condi-
tions, the same fidelity, low rate information about the
tracking error was delivered to the subject as in the con-
dition 5/5, but this time a higher stimulation frequency
was used. This division in groups was done in order to
investigate the role of the stimulation frequency and the
tracking error sampling rate, independently, on the per-
formance of the implemented closed-loop system as well
as the influence of these two parameters on the inter-
pretation of the stimulus by the subject.
The aforementioned experimental conditions are
depicted graphically in Figure 2 for the three conditions
(100/100, 5/5, and 5/100, FTE/ FSTIM). The plots demon-
strate that the sign of the error determined the active
electrode (i.e., volar or dorsal channel). At the conditions
with FTE = FSTIM, the intensity of each pulse was scaled
according to the current value of the tracking error
(Figure 2a and c). At the condition 5/100 (Figure 2b),
the stimulation profiles comprised trains of pulses (N =
20) with equal pulse widths. Each pulse train transmitted
the same, most recent value of the tracking error, which
was sampled at the frequency of 5 Hz (compare
Figure 2b vs. c).
In the evaluation session, each subject performed the
tracking task five times (5 trials) in each feedback condi-
tion. Therefore, we had 50 trials per condition in total
(10 subjects × 5 trials). The duration of each trial was 60
seconds. There was a 5-minute break between condi-
tions and approximately 30 seconds of break between
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Figure 2 Graphical representation of the electrotactile feedback paradigm. The plots on the left are short segments from the experimentally
recorded tracking errors. The plots on the right zoom into a sub-segment of the error plots and illustrate the paradigm of the electrotactile
feedback. The tracking error was transmitted via the electrodes on the dorsal (upper white part of the panels) and volar side (lower gray part of
the panels) of the forearm. In the conditions (FTE/FSTIM) 100/100 (a) and 5/5 (c), the error was delivered at the same rate at which it was sampled.
In the condition 5/100 (b), the error was sampled at 5 Hz, but delivered 20 times per sample at the frequency of 100 Hz. Note that the y-axes in
the right plots represent the pulse widths (PW) of the volar and dorsal stimulation channels (ch), i.e., the height of the pulses represent the pulse
width rather than the current amplitude which was constant and set to 4 mA.
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total. This protocol was selected in order to minimize
the influence of subjective factors (e.g., fatigue, concen-
tration etc.). In the pilot tests, we realized that those as-
pects significantly influenced the performance.
The ST and UT were determined for each subject and
in each electrical stimulation condition by using the
method of limits [35]. The pulse width was increased in
the steps of 50 μs to find the pulse width at which the
subject first perceived the stimulus (ST) and the pulse
width at which the stimulation became uncomfortable
(UT). ST and UT were slightly modified at any time if
the subject felt discomfort or the sensorial quality di-
minished. The ST and UT determined during the train-
ing and evaluation sessions were in the range 70–250 μs
and 500–950 μs, respectively.
Data analysis
Offline analysis of the recorded experimental data was
implemented in Matlab 2012b, and statistical tests were
performed in STATISTICA 10 (StatSoft, USA).
The inputs for the data analysis were the reference and
generated trajectories sampled at 100 Hz, as explained inExperimental setup and task. To evaluate the closed-loop
control performance, first we estimated the TDIO of the
closed-loop system and afterwards evaluated the quality of
tracking. The TDIO was estimated by locating the time lag
for which the cross-correlation function between the two
signals achieved its maximum value. Afterwards, we cross-
checked the validity of the estimates visually by time shift-
ing and plotting the two signals superimposed.
The performance was also assessed by calculating the
Square Pearson Correlation Coefficient (SPCC) and the
Root Mean Squared Tracking Error normalized to the
peak to peak value of the reference signal (NRMSTE).
The expressions for SPCC and NRMSTE are presented
in the Additional file 1: Appendix A. The SPCC is a
measure of the overall similarity of the shapes of the
two signals, and the NRMSTE indicates the average dif-
ference in their absolute values. Therefore, the two in-
dices assessed how effective the subject was in
reproducing the direction of change (increasing/de-
creasing) as well as the actual amplitude of the refer-
ence trajectory. The higher the SPCC and the lower the
NRMSTE were, the better the subjects performed the
closed-loop tracking task.
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and stimulation parameters (SPCC, NRMSTE, TDIO, UT
and ST) for all subjects and trials (multivariate data)
were compared using ANOVA for repeated measure-
ments and a post-hoc multiple comparison test (Tur-
key’s honestly significant difference) with the p-value of
0.01 as the threshold for the statistically significant dif-
ference. The dynamic ranges, ST and UT between the
volar and dorsal channel were compared using a paired
t-test with p-value of 0.01.
Results
The summary results from the training session are
depicted in Figure 3. The performance gradually
dropped, i.e., the SPCC decreased and NRMSTE in-
creased, as the subjects tracked signals of increasing
complexity (simple vs. pseudorandom signals) and rate
of change (bandwidths). However, only the last (fastest)
reference signal (bandwidth 0.1-0.4 Hz) resulted in a sta-
tistically significant decrease of SPCC and NRMSTE
with respect to all the other conditions. The increase of
the upper limit of the bandwidth from 0.2 Hz to 0.3 Hz
did not significantly change the performance. When
comparing the quality of tracking the pseudorandom
trajectories (bandwidths 0.1-0.2 Hz and 0.1-0.3 Hz)
against the simple sinusoid (f = 0.1 Hz), it can be seen
that the SPCC significantly decreased, but the NRMSTE
did not.
For the evaluation session, a representative result
showing the reference and generated trajectories re-
corded in different feedback conditions in one subject is


























Figure 3 Closed-loop control performance with electrotactile feedback ove
Coefficient, SPCC (a) and Normalized Root Mean Square Tracking Error, NR
increase in the task difficulty, i.e., from simple to more complex and from s
reference signal condition of bandwidth 0.1-0.4 Hz indicate that the SPCC
other conditions.tracking was very accurate (Figure 4a). As expected, the
tracking with the electrotactile feedback showed to be a
more difficult task. However, for the highest stimulation
frequency 100/100 (continuous sensation), the tracking
was very good, and indeed for some subjects and some
trials surprisingly close to the visual condition (compare
Figure 4a vs. b, and see also Figure 5).
With decreasing stimulation frequency, the quality of
tracking steadily deteriorated. The SPCC decreased,
while NRMSTE and time delay increased. The subjects
first lost the ability to correctly compensate the exact
magnitude of the tracking error, while still being able to
accurately estimate the direction of the change of the
error. Namely, in the condition 25/25 there was still a
fairly good match in the signal slopes and turning points
between the reference and generated trajectories with a
certain time delay between the signals, but there were
large tracking errors located mainly around the peaks of
the signals (Figure 4c). Finally, at the lowest stimulation
frequencies (conditions 5/5 and 10/10), the subjects had
difficulties in estimating the tracking error magnitude as
well as the direction of change of the reference signal.
This incorrect estimation was due to the wrong identifi-
cation of the active electrode by subjects (sign of the
error). In this case, subjects pulled the joystick in the op-
posite direction (Figure 4d and e. See black arrow anno-
tations). When the low rate information about the
tracking error was delivered at a high frequency (condi-
tions 5/50 and 5/100, sample and hold), the performance
improved (Figure 4f ), recovering close to the level for
the corresponding condition with the high stimulation
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MSTE (b). There was a trend of decreasing performance with the
lower to faster reference signals. The black asterisks above the
(NRMSTE) in this condition was statistically lower (higher) than in all
VF,
SPCC= 98.3%, NRMSTE=3.5%, delay= 170ms
FTE /FSTIM=100/100,
SPCC= 94.6%, NRMSTE=6.3%, delay= 210ms
FTE /FSTIM=25/25,
SPCC= 81.7%, NRMSTE= 10.2%, delay= 320ms
FTE /FSTIM=10/10,
SPCC= 72.7%, NRMSTE= 13.8%, delay= 450ms
FTE /FSTIM=5/100,
SPCC= 86.3%, NRMSTE= 9.7%, delay= 250ms
FTE /FSTIM=5/5,


















































Figure 4 Representative tracking performance in six electrotactile feedback conditions for one subject. Reference (dotted lines) and generated
trajectories (continuous lines) recorded at six conditions (FTE/FSTIM) for a subject with an average tracking performance. Tracking with visual
feedback was most accurate (a). With electrotactile feedback (b)-(f), the subjects could successfully follow the reference trajectory over a broad
range of stimulation frequencies, although the quality of tracking decreased considerably at low stimulation frequencies. In the condition 5/5
(e), the tracking was very poor and the subjects had difficulties to even identify the active electrode, i.e. error sign (see black arrows).
Interestingly, the quality of tracking recovered when the low rate tracking error information was delivered at a high frequency 5/100 (f).
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therefore able to perform the closed-loop tracking in the
conditions 5/50 and 5/100 with a similar accuracy as in
the conditions 50/50 and 100/100, despite the fact that
the sampling rate of the tracking error was 10 (5/50)
and even 20 times (5/100) lower compared to the condi-
tions 50/50 and 100/100, respectively.
The summary results for all subjects and all conditions
are given in Figure 6 and 7. For the visual feedback, the
average SPCC was 96.9% and the average NRMSTE was
4.4% (Figure 6), with a very stable performance across
subjects and trials (i.e., the smallest standard deviation).Comparatively, the performance in this condition was
statistically significantly higher than in all other condi-
tions. For the electrotactile feedback, the first statistically
significant decrease in SPCC (increase in NRMSTE) was
registered between the conditions 100/100 and 25/25 (p
< 0.0001, SPCC and NRMSTE). Thus, the frequency of
stimulation could be decreased twice to the half of the
previous value (i.e., from 100 to 50, and from 50 to 25)
without significantly affecting the closed-loop perform-
ance with respect to the previous condition. The per-
formance in the conditions 10/10 and 5/5 did not follow
the same trend; for the SPCC, the performance in both

















SPCC = 95.8%, NRMSTE = 5.2%, delay = 320ms
Reference trajectory, r(t) Output trajectory, y(t)
Time [s]
Figure 5 Best tracking trial with electrotactile feedback for a subject
with a very good tracking performance. Reference (dotted line) and
generated trajectories (continuous line) recorded for the best trial in
the electrocutaneous condition 100/100 for a subject with a very
good tracking performance. Tracking with electrotactile feedback
was very accurate and similar to the tracking with visual feedback
(compare to Figure 4a).
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in all other conditions, and the same occurred for the
NRMSTE except that there was no significant difference
in the performance between these two conditions them-



















Feedback conditions (VF and FTE /FSTIM )
100/100
Figure 6 Quality of tracking averaged over all subjects and trials in each co
SPCC (a) and Normalized Root Mean Square Tracking Error, NRMSTE (b). In
electrotactile feedback conditions. The closed-loop control performance fir
decrease of the stimulation frequency and tracking error sampling rate, bu
information was delivered using high stimulation frequencies (5/50 and 5/1
25/25. The asterisks and horizontal bars denote statistically significant differ
condition indicates that in this condition the SPCC/NRMSTE was statistically
denote that the conditions 10/10 and 5/5 differed significantly from all othSPCC plot (Figure 6a) where there was a marked de-
crease in the change of the SPCC at a breaking point of
25/25. Delivering the tracking error information at a low
rate (as in 5/5) but at a higher stimulation frequency
recovered the performance (i.e., 5/5 vs. 5/50 and 5/100).
Note the characteristic V (Λ) shape of the SPCC
(NRMSTE) plots (Figure 6a and b). In the conditions 5/50
and 5/100, the SPCC and NRMSTE were significantly
higher and lower, respectively, than in the conditions 5/5
and 10/10 (p < 0.0001, SPCC and NRMSTE), while there
was no significant difference between the performance in
the condition 5/50 against the condition 50/50, or be-
tween 5/100 and 100/100. Finally, the performance in
both conditions 5/50 and 5/100 were not significantly
different from the performance in the condition 25/25 in
SPCC and NRMSTE. A similar trend was observed for the
consistency of performance across conditions. The
variability increased with the decrease in the pulse rate
(tracking error sampling rate), and then again decreased
when the low rate tracking error information was deliv-
ered at the high stimulation frequencies. Therefore, the
subjects performed better and also more consistently
when the feedback was delivered at high frequencies of
stimulation (>25 Hz).
Large delays in the closed-loop tracking appeared for
the electrotactile feedback against the visual feedback and
for decreasing electrocutaneous stimulation frequency
(Figure 7). The average time delay (mean ± 1SD) was 164
± 37.9 ms for the visual feedback and almost twice higher
for the electrotactile condition with 100/100 (359.8 ±5/50


























ndition (VF and FTE/FSTIM). Square Pearson Correlation Coefficient,
the VF condition, the performance was significantly higher than in the
st steadily worsened (decreasing SPCC, increasing NRMSTE) with the
t then it almost completely recovered when the low rate tracking error
00). Note the abrupt performance drop in SPCC after the condition
ence between the pairs of conditions. Only a black asterisk above a
different from all other conditions. The grey asterisks in NRMSTE















Feedback conditions (VF and FTE /FSTIM )
Figure 7 Time delays (TDIO) averaged over all subjects and trials in
each condition (VF and FTE/FSTIM). In the VF condition, the delay
was significantly lower with respect to the electrotactile feedback
conditions. A decrease in the stimulation frequency (tracking error
sample rate) led to a sharp increase in the TDIO between the
reference and generated trajectory. Similarly to the other
performance measures, transmitting the low rate tracking error
information at higher frequencies (5/50 and 5/100) decreased the
time delay (i.e., Λ shape as for NRMSTE in Figure 6b). The asterisks
and horizontal bars denote statistically significant difference
between pair of conditions. A black asterisk alone above the
condition means that the condition was statistically different from
all others.
Paredes et al. Journal of NeuroEngineering and Rehabilitation  (2015) 12:35 Page 10 of 16162.4 ms), and the delay increased to as much as 1008 ±
407.7 ms in the condition 5/5. When delivering the low
rate tracking error information using a high stimulation
frequency, the delay markedly decreased. There were no
statistically significant differences between the delays in
conditions 5/50 and 5/100 and the corresponding condi-
tions with the high stimulation frequency and high track-
ing error sample rate (50/50 and 100/100). A similar trend
was observed for the consistency of time delays across
conditions. The variability increased with the decrease in
stimulation frequency (tracking error sampling rate), and
then again decreased when the tracking error was sampled
at the same low rate, but delivered using high stimulation
frequencies.
As it can be inferred from the plots of SPCC,
NRMSTE and TDIO (Figure 6 and 7), the performance
measures were correlated. There were a significant posi-
tive correlation between the NRMSTE and time delay
(r2 = 65% at p < 0.01), and a significant negative correl-
ation between SPCC and NRMSTE (r2 = −81.5% at p <
0.01), and between SPCC and time delay (r2 = −77.1% at
p < 0.01).The average sensation threshold and the uncomfort-
able threshold for stimulation (mean ± 1SD) over all sub-
jects and electrotactile conditions for the electrode
placed on the volar side (ST = 125.8 ± 50.2 μs; UT =
826.6 ± 192.8 μs) were lower than for the dorsal elec-
trode (ST = 151 ± 57.2 μs; UT = 839.2 ± 175.9 μs), and
this difference was statistically significant (p < 0.00001).
The dynamic range defined as UT – ST was significantly
higher (p < 0.001) at the volar side (700 ± 186 μs) than at
the dorsal side (688.2 ± 164.6 μs).
Across the electrotactile stimulation conditions, the
average ST and UT at both electrodes tended to increase
for lower stimulation frequencies. For example, for the
volar electrode the ST and UT at the condition 100/100
were significantly lower than in all other conditions, ex-
cept in 5/100 for ST and 50/50, 5/50 and 5/100 for UT;
in 50/50 the ST and UT were significantly lower only
with respect to the condition 5/5. In contrast, the dy-
namic range was similar between the conditions for both
electrodes, i.e., no statistically significant differences be-
tween the dorsal and the volar channel, only the dy-
namic range in condition 5/5 significantly differed from
the condition 100/100 at the volar channel. For the de-
tailed information on the statistical differences, see
Table 2 for ST, Table 3 for UT and Table 4 for dynamic
ranges of the volar and dorsal electrodes.
Discussion
We have investigated the influence of the stimulation
frequency and tracking error sampling rate on the
closed-loop control performance. These parameters are
essential for the tuning of closed-loop prosthetic systems
relying on electrotactile feedback. The results of the
present study demonstrate that the stimulation fre-
quency is more important for the control performance
than the tracking error sampling rate, within the ranges
tested (5–100 Hz). The likely reason for this is that the
stimulation frequency critically affects the quality of per-
ception of the electrotactile stimulation. The closed-loop
tracking task revealed that the change in perception with
frequency was such that it substantially impacted the
subjects’ ability for closed-loop control. In the following,
we discuss the reasons pointing out to the connection
between the performance, stimulation frequency and
perception, speculate on the possible mechanisms re-
sponsible for the changes in perception, and suggest im-
plications for the practical application of the study
outcomes.
Decreasing the frequency of stimulation (from 100 Hz
to 5 Hz) also reduced the rate of sampling of the track-
ing error (conditions 2 to 6). Therefore, the feedback
channel gradually transformed from an almost continu-
ous to a clearly discrete stream of information, providing
therefore less and less information about the tracking
Table 2 Sensation thresholds (ST) for the volar and dorsal channels






5/50 * /° */° */°
5/100 * */° */° */°
Dorsal (°) 130 ± 51 149 ± 47 164 ± 73 167 ± 59 177 ± 68 138 ± 35 133 ± 43
Volar (*) 109 ± 51 128 ± 48 132 ± 49 137 ± 50 140 ± 54 121 ± 46 114 ± 47
Sensation thresholds (Mean ± 1SD) for the volar and dorsal channels in each feedback condition and statistically significant differences among the sensation
thresholds in the different conditions for the volar (*) and dorsal (°) channels.
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crease in the tracking error sampling rate was responsible
for the concurrent drop in performance. The SPCC
dropped abruptly in the conditions 5/5 and 10/10, although
the error sampling rate at these frequencies was more than
15 and 30 times faster, respectively, than the upper limit of
the bandwidth of the reference trajectory (0.3 Hz). And in-
deed, when the same fidelity, low-rate information about
the tracking error was delivered using a higher stimulation
frequency (conditions 5/50 and 5/100), the performance re-
covered and was similar to the performance in the condi-
tions in which the tracking error was sampled and
delivered at the high rates (50/50 and 100/100). Therefore,
we assume that the main reason for the decrease in per-
formance was not the transition of communication/control
loops from a continuous to a (low rate) discrete state, but
the fact that the stimulation frequency critically affected the
quality and localization of the elicited tactile sensations.
The higher stimulation frequencies resulted in sensations
that were easier to discriminate by the subjects (finer per-
ceptual resolution). At low stimulation frequencies of 5 and
10 Hz, the performance dropped significantly because theTable 3 Uncomfortable thresholds (UT) for the volar and dors








Dorsal 812 ± 202 839 ± 188 848 ± 175
Volar 785 ± 247 812 ± 206 835 ± 184
Uncomfortable thresholds (Mean ± 1SD) for the volar and dorsal channels in each f
uncomfortable thresholds in the different conditions for the volar (*) and dorsal (°)subjects had difficulties in correctly perceiving the magni-
tude and sign (active electrode) of the error.
The previous conclusion was also supported by the
verbal feedback received from the subjects. They re-
ported that the high frequency of stimulation at 100 Hz
felt as a superficial and well-localized tingling and/or
pressure-like sensation. Afterwards when decreasing the
stimulation frequency to 50 Hz and 25 Hz, they reported
vibrating sensations which were still sensed superficially.
At low frequencies of 10 Hz to 5 Hz, the subjects experi-
enced tapping sensations which were less clear and felt
deeper, and they reported that sometimes even the most
fundamental information about the tracking error, i.e.,
the currently active channel (error sign), was difficult to
identify. In addition, during the static tests (threshold
determination) the subjects reported that low frequency
stimulation was felt as natural tapping sensation, while
during the dynamic tracking task they experienced the
lower frequencies as less comfortable. This was due to
the poorer performance resulting in larger tracking
errors. The stimulation was therefore delivered with the
pulse widths in the higher segments of the dynamical channels
10/10 5/5 5/50 5/100
/° /°
855 ± 154 865 ± 124 840 ± 183 815 ± 197
848 ± 175 860 ± 139 820 ± 192 820 ± 192
eedback condition and statistically significant differences among the
channels.
Table 4 Dynamic ranges for the volar and dorsal channels








Dorsal 682 ± 186 691 ± 177 684 ± 166 688 ± 146 688 ± 121 702 ± 173 682 ± 181
Volar 676 ± 232 684 ± 203 703 ± 180 711 ± 178 720 ± 137 699 ± 182 706 ± 185
Dynamic ranges (Mean ± 1SD) for the volar and dorsal channels in each feedback condition and statistically significant differences among the dynamic ranges in
the different conditions for the volar (*) channel.
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ger sensations closer to the level of discomfort.
The delays, TDIO, obtained for the tracking with visual
feedback and for the electrotactile feedback at high fre-
quencies (100 and 50 Hz) were close to those reported
in the literature [8]. However, the decrease in stimula-
tion frequency produced a substantial increase in the
TDIO. As an input–output measure, this time delay
characterizes the overall behaviour of the closed-loop
system, indicating that it became slower in responding
to the reference input. However, it does not provide
insight into the behaviour of the individual components
within the loop (e.g., eventual time delays in the human
operator response). This delay increase cannot be ex-
plained by the transition from a more continuous (100/
100) to a discrete control (5/5). During this process the
sampling time was increased from 0.01 to 0.2 s and this
increase was too small to explain the delays of up to ap-
proximately 1 s in the condition 5/5 [36]. Instead, we as-
sume that this was likely the consequence of a poor
perception of electrotactile stimulation at the low stimu-
lation frequencies, compromising the subjects’ ability to
interpret the feedback and react timely with an appropri-
ate control action. Due to a poor perception, the time
needed for the cognitive processing of the feedback in-
formation might have increased or the subject changed
the response strategy (e.g., acting more conservatively)
due to higher uncertainty. A different analysis is neces-
sary to obtain insights into these mechanisms, i.e., the
methods for the identification of the systems in closed-
loop [37,38], which is an important step, but outside the
scope of the current study.
The changes in the perception of the electrotactile
stimulation might be due to the fact that the afferent
channel could have been activated differently at different
stimulation frequencies. The electrophysiological and
neural mechanisms of activation and information
processing in the tactile system during electrotactilestimulation are still largely unexplored [39]. Better per-
ception and/or finer resolution at higher frequencies
could be due to a temporal summation of the individual
(electrically produced) stimuli in the neural networks
that process the tactile inputs, i.e., higher pulse rates
produced higher rates of firing of the activated cutane-
ous afferents [39]. However, it could also be that differ-
ent stimulation frequencies activated different fiber types.
Some evidence for this possibility can be found in the lit-
erature about transcutaneous neuromodulation (TENS)
methods [40]. The typical stimulation frequencies used in
TENS (2–150 Hz) correspond closely to the range used in
this study (5–100 Hz). It was suggested in TENS literature
that the large-diameter Aβ and small-diameter Aδ nerve
fibers respond preferentially to a high (90–130 Hz) and
low frequencies (2–5 Hz) of stimulation, respectively. This
could also explain the very different quality of elicited sen-
sations reported by the subjects at the electrotactile feed-
back conditions 5/5 and 10/10 with respect to the 100/100
condition. This issue is still highly controversial and a def-
inite answer is unknown [41,42]. Finally, it could be that
certain stimulation frequencies generated firing patterns
that were similar to the ones which are produced naturally
in specific fiber types. For example, Pacinian corpuscles
respond to vibrations in the range of 40–800 Hz. When
the fibers innervating these organs are activated at non-
natural frequencies (e.g., 5 Hz), this could cause confusion
in neural perception or the information could be simply
blanked out by the neural processing [43]. Some of these
factors or a combination of them could explain the
changes in perception at different stimulation frequencies,
leading to a lower quality of elicited sensations at the con-
ditions with low stimulation frequencies. Instead, when
the data were sent at the higher frequencies, the subjects
could perceive the magnitude and direction of the error
faster and better, and thus respond more promptly with a
corrective action. Hence, the performance increased and
the delay decreased at high stimulation frequencies.
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feedback could be successfully utilized by the subjects to
achieve a good performance during a closed-loop con-
trol task. This was possible after a relatively short train-
ing (duration of 60 minutes) and over a wide range of
stimulation frequencies. Although, as explained before,
the stimulation frequency critically affected the informa-
tion transfer over the feedback channel, it seems that the
human cognitive control of the sensory motor loop is ra-
ther robust. The frequency could be reduced signifi-
cantly (from 100 Hz to 25 Hz) with a fairly gradual drop
in average performance, e.g. from 87.5% to 81.1% in
SPCC. The most prominent decrease was registered only
when the frequency was set to as low as 10 Hz and 5
Hz, e.g. 71.9% and 61.1% in SPCC (Figure 6a). Even at
those low rates, the subjects could perceive and compen-
sate the errors to a certain extent, so that the generated
trajectory roughly followed the shape of the desired (ref-
erence) signal.
The main aim of this study was to investigate the elec-
trotactile feedback conditions, and the tracking with the
visual feedback was tested in order to establish the
benchmark performance. The latter facilitates the quali-
tative appraisal of the electrotactile tracking results. In
that sense, the present study demonstrates that a dy-
namic control task can be successfully accomplished
using electrotactile feedback (basic feasibility) and also
that with the high stimulation frequency (e.g., 100/100),
the quality of tracking can be close to the benchmark
levels achieved with visual feedback (Figure 4a and b
and Figure 5). This is a promising outcome, suggesting
that the electrotactile feedback can result in good per-
formance during a dynamic task. Therefore, the electro-
tactile stimulation can be applied to close the loop in the
control of hand prosthesis, and it seems that it might be
able to provide assistance to the user even when the vis-
ual feedback is completely absent (e.g., the user does not
look at the hand). Our focus was to investigate the im-
pact of feedback parameters on the closed-loop control
performance, since this is the context of interest for the
control of prostheses equipped with electrotactile feed-
back. Therefore, the perception of electrotactile stimula-
tion was directly evaluated using only the basic static
tests, i.e., determining the thresholds and dynamic
ranges to implement the electrotactile intensity coding.
However, the control performance across feedback con-
ditions provided important indirect insights into the
quality of perception, as explained above.
The static perceptual tests also provided a further clue
about the possible nature of the changes in perception
across stimulation frequencies. Specifically, the fact that
the determined dynamic ranges for both electrodes were
not significantly different across the conditions implies
that the performance drop was not simply due to alower range of the stimulation intensities available for
coding of information (tracking error) on one of the
electrodes. The psychometric parameters still differed
between the volar and dorsal electrode, indicating a
somewhat higher sensitivity of the volar side (lower ST,
UT and higher dynamic range). The volar side could be
therefore preferred for the placement of the electrodes
in the actual application of the electrotactile feedback in
prosthetics. However, the absolute differences between
both channels were rather small (~25 μs for ST, 13 μs
for UT and 11 μs for dynamic range) and further tests
are necessary to confirm this initial recommendation
(e.g., using prosthesis and/or more sophisticated psycho-
metric methods [44]).
It seems that the human operator can perceive and
tolerate a similar range of stimulation intensities across
a wide range of electrotactile stimulation rates in both
sides of the arm. However, as explained above, this does
not mean that the subjects were able to discriminate dif-
ferent magnitudes of stimulation with the same preci-
sion in all conditions. In other words, the difference in
performance could be explained by a change in the size
of just noticeable differences (JNDs). JND is defined as
the smallest change in the stimulation parameter with
respect to a certain baseline value that can be felt by the
subject. The subjects indicated that at high frequencies
they were able to better perceive the changes in the elec-
trotactile stimulation intensity and thereby reacted faster
to properly compensate for the error. This implies that
JNDs might be smaller at higher stimulation frequencies
and the subjects were therefore able to discriminate
more levels within the dynamic range, resulting in finer
perceptual resolution and better control performance.
This was also supported by the determined sensation
thresholds (ST), which were somewhat lower at higher
frequencies, suggesting a better sensitivity in these con-
ditions. However, this is only a hypothesis based on the
verbal reports and indirect cues (ST and UT) and it needs
to be tested experimentally by determining a sequence of
JND levels for different stimulation frequencies.
The increase of the ST and UT at the lower frequen-
cies is a known phenomenon, likely reflecting the effect
of temporal summation/integration of the individual
pulses [45]. This increase was rather small (the max-
imum mean increase for ST was 31.8 μs for condition 6
(5/5) with respect to condition 2 (100/100) for the dorsal
channel and for UT was 75.4 μs between the same con-
ditions for the volar channel) and statistically significant
only in a limited number of cases (Tables 2 and 3). Im-
portantly, in all of the subjects and conditions, the UT
was less than the technical limit of the stimulation unit.
Finally, the perceptual dynamic ranges (Table 4) were
consistent across conditions, spanning a large segment
(on average 75.7%) of the full dynamic range provided
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confirm that the current amplitude of 4 mA was indeed
a good choice, since all subjects operated across full in-
dividual perceptual ranges in all conditions. We there-
fore believe that the aforementioned psychometric
parameters had a minor (if any) influence on the trend
in the control performance across conditions. Rather,
the trend reflects a more general mechanism for the
modulation of the perceptual experience with stimula-
tion frequency and might be related to the effective per-
ceptual resolution of the feedback channel (as explained
in the previous paragraphs).
The subjects accepted electrocutaneous stimulation
without difficulty, except for an initial apprehension in
some subjects which was easily overcome during the
training phase. Contrary to visual feedback which could
be utilized immediately with high performance, the
training was essential in the case of the electrotactile
feedback. This was true even for the simplest case of the
sinusoidal signal, which is a periodic and easily predict-
able waveform. The short training of 60 minutes with
gradually increasing task difficulty was enough for the
subjects to reach a stable tracking performance of the
pseudorandom trajectories with frequency components
up to 0.3 Hz. This was in fact the limit of what could
have been accomplished during the training session,
since the performance significantly deteriorated if the
bandwidth was only slightly increased (up to 0.4 Hz).
Note that this bandwidth is within the activities of daily
living of a prospective user of a prosthesis (e.g., few sec-
onds to open and close the prosthesis), but also less than
the assumed bandwidth of the human manual control
during compensatory tracking of multi-sinusoids as well
as other trajectories (e.g., filtered noise) using visual
feedback [46,47]. The frequency domain analysis of the
human operator showed that the bandwidth, as deter-
mined from the frequency-gain characteristics, is influ-
enced by multiple factors (e.g., subjects training,
controlled system dynamics, reference trajectory etc.).
Nevertheless, previous studies have demonstrated that
the closed-loop system bandwidth of the skilled subjects
during visual tracking could reach between 1 and 2 Hz
[48]. Regarding the electrotactile feedback, further train-
ing would likely allow the tracking of faster reference
signals with good performance, but the ultimate limit of
the electrotactile closed-loop still needs to be deter-
mined. The latter demands a dedicated analysis [47] and
was outside the scope of the present study.
It is likely that using a reference trajectory with a
higher bandwidth (e.g. 0.1-0.4Hz) during the evaluation
session would not have changed the main conclusions.
The task would have become more difficult, leading to a
decrease in performance in all conditions, but the trend
would remain similar across the conditions since it seemsto reflect an inherent feature/mechanism of electrotactile
stimulation (i.e., change of perception with stimulation
frequency). This also holds for the other parameters of the
experimental setup that had to be selected among many
possible options, such as, the electrode type (concentric
vs. unifocal) and size, placement, modulation method
(pulse width vs. amplitude), but also subject characteristics
(able-bodied vs. amputees, age group etc.).
There are studies indicating that the tactile perception
in some amputees is not impaired [49], [50], also after
the targeted muscle and sensory reinnervation [51]. Still
this is likely patient specific and strongly depends on the
amount and style of the prosthesis use. This can affect
the condition of the stump skin due to prolonged socket
application and/or the perception and processing of the
tactile sensations (e.g., tuning to register subtle tactile
feedback cues). Also, it should be taken into account
that other more complex perceptual abnormalities [52]
might play an important role when testing closed-loop
control with electrotactile feedback in amputees. For ex-
ample, some subjects might suffer from chronic pain
which is known to affect both the perception and action.
In that sense, the effect of the phantom limb pain onto
the application of electrical feedback (e.g., hypersensitiv-
ity) and overall control performance might be more pro-
nounced than the modulation of perception due to
frequency of stimulation. Similarly, we assume that the
test in other age groups (e.g., older subjects) would re-
veal the same trend since the mechanism responsible for
the change in control performance is rather general.
However, more training might be necessary to achieve
the same baseline results, due to possibly less dexterous
sensory-motor control.
The fact that the stimulation frequency had a strong
impact on the TDIO of the closed-loop system is relevant
information. One approach to better understand the be-
haviour of the human operator would be to model his/
her response using system identification methods devel-
oped specifically for closed-loop configurations [38]. The
change in the dynamics of the human controller (e.g., re-
sponse time constants, pure time delays) could affect the
overall system behaviour, even its stability, especially
when considering that other inert systems will be inte-
grated within the feedback loop (e.g., prosthesis). These
important aspects will be addressed in a dedicated study.
Conclusions
This study characterizes the behaviour of a human control-
ler with respect to the stimulation frequency and the track-
ing error sampling rate over the electrotactile feedback
channel, which is directly relevant for the selection of opti-
mal system parameters for somatosensory feedback in
upper limb prostheses. Specifically, the results suggest that
the stimulation frequency is a more important parameter
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of perception. Practically, this means that the feedback vari-
ables of interest (e.g., grasping force, hand aperture) should
be delivered at a high frequency of stimulation (e.g., 100
Hz, at least > 25 Hz) in order to assure the best perception
of the electrotactile information, leading in turn to the best
control performance and smallest response delays. At the
same time, the feedback variables could be sampled at a sig-
nificantly low rate (e.g., 5 Hz) without affecting the per-
formance and response delays. This low rate of information
transfer could simplify the design and processing within the
embedded hand prosthetic controller (e.g., acquisition, sig-
nal conditioning and amount of information to transmit).
The potential drawbacks of using high frequency stimula-
tion, such as stronger interference with myocontrol [31]
and faster habituation [53], could be overcome using
known techniques (intermittent stimulation [53], artifact
suppression [31]). This study therefore contributes to the
further understanding of the basic properties and mecha-
nisms of closed-loop control using electrotactile feedback
and also provides practical guidelines on how to deliver the
feedback more effectively to the prosthesis user.
Additional file
Additional file 1: Appendix A. Expressions for Squared Pearson
Correlation Coefficient (SPCC) and Normalized Root Mean Squared
Tracking Error (NRMSTE).
Competing interests
The authors declare that they have no competing interests.
Authors’ contributions
LPP wrote the online control interface in MATLAB, participated in the study
design, data recordings, data processing and drafted the manuscript. LPP is
the first author. SD collaborated with LPP in all aspects. FR, BG and DF
coordinated the study, participated in its design and helped to polish the
final manuscript. All authors read and approved the final manuscript.
Acknowledgements
This work is financially supported by the German Ministry for Education and
Research (BMBF) via the Bernstein Focus Neurotechnology (BFNT) Göttingen
under the grants No. 01GQ0817 and 01GQ0810, and the European
Commission under the MYOSENS (FP7-PEOPLE-2011-IAPP-286208) projects.
Author details
1Laboratorio di Cinematica e Robotica, Fondazione Ospedale San Camillo - I.
R.C.C.S., Lido di Venezia, Italy. 2Department of Neurorehabilitation
Engineering, University Medical Center Goettingen, Goettingen, Germany.
3Institute for Analysis and Scientific Computing, Vienna University of
Technology, Vienna, Austria. 4Translational Research and Knowledge
Management, Otto Bock Healthcare GmbH, Duderstadt, Germany.
Received: 4 September 2014 Accepted: 24 February 2015
References
1. Haruno M, Wolpert DM, Kawato M. Mosaic model for sensorimotor learning
and control. Neural Comput. 2001;13:2201–20.
2. Bays PM, Wolpert DM. Computational principles of sensorimotor control
that minimize uncertainty and variability. J Physiol. 2007;578(Pt 2):387–96.3. Peerdeman B, Boere D, Witteveen H, Misra S. Huis in ‘tVeld R, Hermens H,
et al. Myoelectric forearm prostheses: State of the art from a user-centered
perspective. J Rehabil Res Dev. 2011;48:719.
4. Kim J-K, Zatorre RJ. Tactile-auditory shape learning engages the lateral
occipital complex. J Neurosci. 2011;31:7848–56.
5. Bach-y-Rita P. W Kercel S. Sensory substitution and the human–machine
interface. Trends Cogn Sci. 2003;7:541–6.
6. Bach-y-Rita P. Neurophysiological basis of a tactile vision-substitution
system. IEEE Trans Man Mach Syst. 1970;11:108–10.
7. Kaczmarek KA, Webster JG, Bach-y-Rita P, Tompkins WJ. Electrotactile and
vibrotactile displays for sensory substitution systems. IEEE Trans Biomed
Eng. 1991;38:1–16.
8. Saunders I, Vijayakumar S. The role of feed-forward and feedback processes
for closed-loop prosthesis control. J Neuroeng Rehabil. 2011;8:60.
9. Higashiyama A, Hayashi M. Localization of electrocutaneous stimuli on the
fingers and forearm: effects of electrode configuration and body axis.
Percept Psychophys. 1993;54:108–20.
10. Solomonow M, Lyman J. Electrotactile stimulation relevant to sensory-motor
rehabilitation: a progress report. Bull Prosthet Res. 1980;10–33:63–72.
11. Uttal W, Krissoff M. Response of the somesthetic system to patterned trains
of electrical stimuli, an approach to the problem of sensory coding. Ski
Senses DR Kenshalo, Ed Charles C. 1968:262–303.
12. Sachs RM, Miller JD, Grant KW. Perceived magnitude of multiple
electrocutaneous pulses. Percept Psychophys. 1980;28:255–62.
13. Sang CN, Max MB, Gracely RH. Stability and reliability of detection
thresholds for human A-Beta and A-delta sensory afferents determined by
cutaneous electrical stimulation. J Pain Symptom Manage. 2003;25:64–73.
14. Geng B, Yoshida K, Jensen W. Impacts of selected stimulation patterns on
the perception threshold in electrocutaneous stimulation. J Neuroeng
Rehabil. 2011;8:9.
15. Jelinek HF, McIntyre R. Electric pulse frequency and magnitude of perceived
sensation during electrocutaneous forearm stimulation. Arch Phys Med
Rehabil. 2010;91:1378–82.
16. Szeto AY, Lyman J, Prior RE. Electrocutaneous pulse rate and pulse width
psychometric functions for sensory communications. Hum Factors.
1979;21:241–9.
17. Anani AB, Ikeda K, Körner LM. Human ability to discriminate various
parameters in afferent electrical nerve stimulation with particular reference
to prostheses sensory feedback. Med Biol Eng Comput. 1977;15:363–73.
18. Rahal L, Cha J, El Saddik A. Continuous tactile perception for vibrotactile
displays. IEEE Int Work Robot Sensors Environ. 2009;2009:86–91.
19. Szeto AY. Relationship between pulse rate and pulse width for a constant-
intensity level of electrocutaneous stimulation. Ann Biomed Eng. 1985;13:373–83.
20. Prior RE, Lyman J, Case PA, Scott CM. Supplemental sensory feedback for
the VA/NU myoelectric hand. Background and preliminary designs. Bull
Prosthet Res. 1976;10:170–91.
21. Shannon GF. A myoelectrically-controlled prosthesis with sensory feedback.
Med Biol Eng Comput. 1979;17:73–80.
22. Scott RN, Brittain RH, Caldwell RR, Cameron AB, Dunfield VA. Sensory-
feedback system compatible with myoelectric control. Med Biol Eng
Comput. 1980;18:65–9.
23. Elkind JI, Forgie CD. Characteristics of the human operator in simple manual
control systems. IRE Trans Autom Control. 1959;AC-4:44–55.
24. McRuer D, Weir D. Theory of manual vehicular control. IEEE Trans Man Mach
Syst. 1969;10:257–91.
25. Schori T. Tracking performance as a function of precision of
electrocutaneous feedback information. Hum Factors J Hum Factors.
1970;12:447–52.
26. Hofmann MA, Heimstra NW. Tracking performance with visual, auditory, or
electrocutaneous displays. Hum Factors. 1972;14:131–8.
27. Schori TR. A comparison of visual, auditory, and cutaneous tracking displays
when divided attention is required to a cross-adaptive loading task.
Ergonomics. 1973;16:153–8.
28. Schmid HP, Bekey GA. Tactile information processing by human operators
in control systems. IEEE Trans Syst Man Cybern. 1978;8:860–6.
29. Matlab. Real Time Windows Target User’s Guide. 2013.
30. Saunders FA. Information transmission across the skin: high-resolution tactile
sensory aids for the deaf and the blind. Int J Neurosci. 1983;19:21–8.
31. Hartmann C, Dosen S, Amsuess S, Farina D. Closed-loop control of
myoelectric prostheses with electrotactile feedback: influence of stimulation
artifact and blanking. IEEE Trans Neural Syst Rehabil Eng. 2014;4320(c):1–10.
Paredes et al. Journal of NeuroEngineering and Rehabilitation  (2015) 12:35 Page 16 of 1632. D’Alonzo M, Dosen S, Cipriani C, Farina D. HyVE: Hybrid vibro-electrotactile
stimulation for sensory feedback and substitution in rehabilitation.
IEEE Trans Neural Syst Rehabil Eng. 2014;22:290–301.
33. Wolpert DM, Miall RC, Winter JL, Stein JF. Evidence for an error deadzone in
compensatory tracking. J Mot Behav. 1992;24:299–308.
34. Hill J. A describing function analysis of tracking performance using two
tactile displays. IEEE Trans Man Mach Syst. 1970;11:92–101.
35. Goldstein EB. Sensation and Perception. 9th ed. Belmont, CA. USA:
Wadsworth Publishing; 2014.
36. Aström KJ, Wittenmark B. Computer-Controlled Systems: Theory and Design.
1st ed. Englewood Cliffs, NJ. USA: Prentice-Hall; 1984.
37. Van der Kooij H, van Asseldonk E, van der Helm FCT. Comparison of
different methods to identify and quantify balance control. J Neurosci
Methods. 2005;145:175–203.
38. McRuer DT, Graham D, Krendel ES. Manual control of single-loop systems:
Part I. J Franklin Inst. 1967;283:1–29.
39. Rattay F. Electrical Nerve Stimulation. Vienna: Springer Vienna; 1990.
40. Kitchen S. Electrotherapy. Evidence Based Practice. 11 Rev ed. London:
Churchill Livingstone (Elsevier Health Sciences); 2001.
41. Koga K, Furue H, Rashid MH, Takaki A, Katafuchi T, Yoshimura M. Selective
activation of primary afferent fibers evaluated by sine-wave electrical
stimulation. Mol Pain. 2005;1:13.
42. Langille M, Gonzalez-Cueto JA, Sundar S. Analysis of the selective nature of
sensory nerve stimulation using different sinusoidal frequencies. Int J
Neurosci. 2008;118:1131–44.
43. Hartwig V, Cappelli C, Vanello N, Ricciardi E, Scilingo EP, Giovannetti G, et al.
A compatible electrocutaneous display for functional magnetic resonance
imaging application. Conf Proc IEEE Eng Med Biol Soc. 2006;1:1021–4.
44. Kingdom FAA, Prins N. Psychophysics: A Practical Introduction. London:
Academic Press: An imprint of Elsevier; 2009. p. 304.
45. Geng B, Yoshida K, Petrini L, Jensen W. Evaluation of sensation evoked by
electrocutaneous stimulation on forearm in nondisabled subjects. J Rehabil
Res Dev. 2012;49:297–308.
46. Gerisch H, Staude G, Wolf W, Bauch G. A three-component model of the
control error in manual tracking of continuous random signals. Hum Factors.
2013;55:985–1000.
47. McRuer DT, Krendel ES. The human operator as a servo system element.
J Franklin Inst. 1959;267:381–403.
48. Hess RA. Control theory for humans: quantitative approaches to modeling
performance by R. J. Jagacinski and J. M. Flach, Lawrence Erlbaum
Associates, Mahwah, NJ, 2003, 379 pp. IBSN 0-8058-2292-5. Int J Robust
Nonlinear Control. 2004;14:1371–3.
49. Perović M, Stevanović M. Electrical stimulation of the forearm: a method for
transmitting sensory signals from the artificial hand to the brain. J Autom
Control. 2013;21:13–8.
50. Antfolk C, Cipriani C, Carrozza MC, Balkenius C, Björkman A, Lundborg G,
et al. Transfer of tactile input from an artificial hand to the forearm:
experiments in amputees and able-bodied volunteers. Disabil Rehabil Assist
Technol. 2013;8(3):249–54.
51. Hebert JS, Olson JL, Morhart MJ, Dawson MR, Marasco PD, Kuiken TA, et al.
Novel targeted sensory reinnervation technique to restore functional hand
sensation after transhumeral amputation. IEEE Trans Neural Syst Rehabil Eng.
2014;22:765–73.
52. Goller AI. Perceptual abnormalities in amputees: phantom pain, mirror-
touch synaesthesia and referred tactile sensations. Doctoral thesis, University
of Sussex.
53. Buma DG, Buitenweg JR, Veltink PH. Intermittent stimulation delays
adaptation to electrocutaneous sensory feedback. IEEE Trans Neural Syst
Rehabil Eng. 2007;15:435–41. Submit your next manuscript to BioMed Central
and take full advantage of: 
• Convenient online submission
• Thorough peer review
• No space constraints or color ﬁgure charges
• Immediate publication on acceptance
• Inclusion in PubMed, CAS, Scopus and Google Scholar
• Research which is freely available for redistribution
Submit your manuscript at 
www.biomedcentral.com/submit
